Use of broadband, continuous-wave diode lasers in cavity ring-down spectroscopy for liquid samples.
Cavity ring-down spectroscopy (CRDS) is an extremely sensitive absorption technique that has been applied primarily to gas samples, which are characterized by having narrow absorption features. Recently, CRDS has also been applied to liquid samples, which have broad absorption features. The use of small inexpensive diode lasers as light sources for liquid samples is demonstrated. The low cost coupled with the ease and technical straightforwardness of application gives this technique wide appeal.